Electrocardiographic artifact induced by an electrical stimulator implanted for management of neurogenic bladder.
Serial electrocardiograms (ECGs) obtained in a 79-year-old woman revealed consistently sharp regular high-voltage spikes, which were superimposed on her ECG curve, and which were caused by an implanted pelvic electrical stimulator used for the management of a neurogenic bladder, with symptoms of urinary urgency and incontinence.